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Progress from October 1991 to April 1992 

Aerospace propulsion systems involve some of the most complex flow fields known. Per- 
forming the detailed diagnostics for research and analysis requires advanced instrumenta- 
tion such as the laser velocimeter (LV) to probe the high-speed, unsteady flows. During 
the first half of this report period, the NASA Lewis Research Center (LeRC) found that 
existing LV counter processor technology proved inadequate for measuring the flow fields 
involved. Consequently, a new, high-speed, correlation processor was tested and shown to 
yield accurate velocity data under anticipated flow conditions. However, this new instru- 
ment requires modification of the existing software suite developed under this grant. The 
remainder of this year will be devoted to this modification of the data analysis software to 
process the data files generated by the correlation processor. 

The progress made last year under this grant led to the acceptance of the attached paper for 
presentation at the AIAA 17th Ground Testing Conference in Nashville, Tennessee July 6- 
8, 1992. The progress during this year concentrated on transferring the data through the 
TELNET network for data analysis and display. Using either the DISSPLA or NAS ADIG 
graphics libraries, techniques were developed for displaying the graphics on a wide vari- 
ety of terminals online. For copies of the displays, the operator can use either the termi- 
nal’s copying capability, if available, or he can convert the graph to a postscript file and 
obtain a copy on a compatible laser printer. Both capabilities were tested using the TEL- 
NET network to transfer the graphics commands to a remote terminal for on-line display 
or to a laser printer for off-line copies of report quality. 

With the selection of the TSI IFA correlator for LV signal processing, the existing data 
analysis software required modification to handle the formats unique to the correlator. TSI 
has sent the documentation of data formats from the IFA system, so modification of the 
data analysis software can begin. The remainder of this year will be devoted to the follow- 
ing tasks: 

1. modify the existing data analysis software to accommodate the formats of the new LV 
processor; 

2. test the existing data reduction routines using simulated LV data; 

3. perform final operational testing; 

4. submit the final report along with updated user’s and programmer’s manuals. 
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Abstract 

The software for configuring an LV counter processor 
system has been developed using structured design. The 
LV system includes up to three counter processors and a 
rotary encoder. The software for configuring and testing 
the LV system has been developed, tested, and included 
in an overall software package for data acquisition, anal- 
ysis, and reduction. Error handling routines respond to 
both operator and instrument errors which often arise in 
the course of measuring complex, high-speed flows. The 
use of networking capabilities greatly facilitates the 
software development process by allowing software 
development and testing from a remote site. In addition, 
high-speed transfers allow graphics files or commands 
to provide viewing of the data from a remote site. Fur- 
ther advances in data analysis require corresponding 
advances in procedures for statistical and time series 
analysis of nonuniformly sampled data 

Introduction 

The next generation of aircraft designs continue to 
involve increasingly complex, high-speed flows. Per- 
forming the detailed flow diagnostics to properly evalu- 
ate these designs requires advanced instrumentation 
applicable to complex, high-speed, unsteady flows. A 
laser velocimeter (LV) system is such an instrument. 
Since the LV is a proven technique providing nonintru- 
sive measurements, it is capable of acquiring the veloc- 
ity field with minimal interference to the flow. 

However, these complex, high-speed flow fields push 
the limits of present analytical, numerical, and experi- 
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mental techniques for fluid dynamics. The LV is no 
exception To ensure the proper operation of the instru- 
ment in the presence of these flows, the system must be 
configured, calibrated, and tested on line to ensure accu- 
rate results under conditions near the operating limits of 
the LV. The measured velocity data must be rapidly 
acquired and presented to the operator on line so that he 
can respond to changing test conditions. The data must 
be further processed off line to perform more advanced 
flow diagnostics such as time series analysis, velocity 
bias correction, and computation of higher order statis- 
tics. 

Based on the flow conditions for the application of inter- 
est in this paper, analysis of the laser velocimeter system 
indicated short particle residence times within the mea- 
surement volume. For instance, as a particle traverses 
the measurement volume at a speed V, the total traverse 
time T across the volume diameter D is D/V For a diam- 
eter of 200 micrometers and a velocity of 500 meters per 
second, T is 0.4 microseconds. For an LV frequency 
processor sampling at 400 megahertz, only 100 samples 
would be taken for analysis by an extended the fast Fou- 
rier transform (FFT) technique. With a counter proces- 
sor at a one gigahertz clock frequency, the predicted 
velocity resolution could also yield reesults comparable 
to the FFT processor for the present application. There- 
fore, the software design allows for either possibility. 

The LV system is part of an overall instrumentation 
suite for advanced flow research, which includes posi- 
tioning and monitoring instrumentation. Consequently, 
the LV software must be capable of being integrated into 
an existing computer system for on-line data acquisi- 
tion, processing, and presentation. To meet this require- 
ment, a modular design approach is employed, which 
enhances cohesion but suppresses coupling with exter- 
nal instrumentation software. 1,2 



The primary objectives of this or any other software 
package for aerodynamic testing are to acquire, analyze, 
and present experimental data in a form that makes 
sense to the operator. This paper describes the software 
developed that allows the operator to configure and 
checkout the LV system prior to and during a run. This 
setup procedure establishes the operating conditions for 
the LV interface in response to the particular flow condi- 
tions, and incorporates a rotating machinery resolver to 
provide timing synchronization for conditional sam- 
pling. In addition to initializing the instruments, the 
software package provides a means of specifying LV 
calibration constants, controlling the sampling process, 
and identifying the test parameters. A network link 
established using the TELNET protocol provides access 
to the computers at the test site from the remote devel- 
opment site. Thus, the software can be developed and 
tested at the development site using the network to 
access the equipment at the test site. This procedure 
minimizes turnaround time, which increases the respon- 
siveness to the changing needs of advanced flow 
research. 

With the basis established for controlling the operation 
of the LV system, the next phase of software develop- 
ment will concentrate on the analysis and presentation 
of the LV data Because of the diversity of the types of 
flows to be investigated, the data analysis will include 
velocity statistics, time series analysis, and conditional 
sampling. Existing methods described in Refs. 3 
through 7 can be modified to apply to any particular LV 
system. In addition, the LV is part of an overall instru- 
mentation system for acquiring and analyzing complex, 
unsteady flow fields of propulsion systems. Conse- 
quently, the software design must accommodate the 
total environment and address integration and coordina- 
tion issues. 


LV Software Development 

The approach to software development for the LV sys- 
tem follows the principles developed in Refs. 1 and 2. 
These principles support a modular, structured software 
development process. Since the LV is part of an overall 
instrumentation suite, these principles facilitate the inte- 
gration of the LV software into the overall test support 
software. 

Recognizing the need for adequate documentation, the 
software development established a set of guidelines in 
documenting the requirements, design, code, testing, 
and operation. To avoid the voluminous reports often 
generated to satisfy documentation requirements, a 


structured, object-oriented approach was used in the de- 
velopment of the current LV software. With this ap- 
proach the documentation and the software can be 
broken down numerous small descriptions of the vari- 
ous modules that comprise the overall software package. 
This allows updates or modifications to be restricted to 
small portions of the manual and prevents a major re- 
write for each software revision. 

Extended versions of FORTRAN-77 support the struc- 
tured approach. The two major features offered are the 
STRUCTURE statement for defining and strongly typ- 
ing variables and the expansion in the size of subroutine 
and variable names from six to 32 characters. These fea- 
tures allow subroutine names to be more descriptive 
(CONDUCT_TEST rather than GDATA) and allows 
more lucid, structured variable naming conventions 
(LV. VELOCITY.S AMPLES rather than NUM). 

For the current software, structured analysis consists of 
taking the three major functions - setup, data acquisi- 
tion, and data analysis - and breaking them up into sub- 
functions, as shown schematically in Fig. 1. This 
process is repeated until the software tasks are parti- 
tioned into the smallest possible components. For in- 
stance, the setup function can be decomposed into 
defining the test, configuring the LV, and defining the 
traverse sequence. Configuring the LV consists of defin- 
ing the conversion constants, setting up the LV electron- 
ics, and establishing the statistical environment, and so 
on. Data flow diagrams provide the means for keeping 
track of the decomposition and allow a means of defin- 
ing subroutine names (for instance, SET_LV_ENTER- 
FACE for the subroutine that performs the function that 
defines the LV interface name and status). 

At each stage of the functional decomposition the vari- 
ables involved are defined in a data dictionary. Using the 
STRUCTURE statement in extended FORTRAN (or the 
RECORD statement in Ada) is a convenient way of 
keeping track of these variables. It also leads to more 
recognizable variable names. Using the data flow dia- 
grams along with the data dictionary allows the software 
developer to code the requirements in FORTRAN using 
the STRUCTURE statements for variable definition, the 
abbreviated subfunction definition for the subroutine 
name, and comments describing the function of the sub- 
routine in more detail. This approach minimizes soft- 
ware development time, allows checking of the 
preliminary code from the requirements to the opera- 
tional phases, and gives the programmer a way to code 
immediately in a structured manner, which is what many 
programmers do anyway, but without any overall plan. 


2 




For most wind-tunnel applications, the LV velocity data 
can be presented in three forms, as shown in Fig. 2: in- 
strument readings, physical quantities, and graphics. Ini- 
tially, the data consists of instrument readings which 
may or may not be in the form of a physical quantity, 
such as position or velocity. This form is most conve- 
nient for a technician or operator to troubleshoot the in- 
strument. The current LV software provides routines 
which acquire and present the raw instrument readings 
to facilitate instrument diagnostics during the setup pro- 
cedure. For monitoring test conditions during the run, 
the software converts the instrument readings to physi- 
cal quantities so that the operator can ensure proper test 
conditions during on-line acquisition. Finally, during 
off-line analysis, the data sets are combined to produce a 
composite graph of the data This form allows convey- 
ance of the maximum amount of information in the min- 
imum amount of time. 


The operator interface relies heavily on screen manage- 
ment utilities that support multiple windows for com- 
mand entries and menus describing the function of each 
command. Malang use of the screen management facili- 
ty allows the operator to concentrate on the test rather 
than memorize commands by providing a more user- 
friendly interface. To maintain independence of the soft- 
ware on a particular terminal, the screen manager used 
supports a wide variety of terminals from a generic 
ASCII terminal to the sophistication of a workstation. 

Software in support of on-line testing performs three 
main functions: acquisition, analysis, and presentation. 
The acquisition process consists of identifying the test, 
configuring the instrument and initiating data transfers. 
The software development described in this paper con- 
centrates on configuring the instrument prior to and dur- 
ing acquisition. The software stores the current test and 
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Figure 2. Forms of LV data 


instrumentation configurations for retrieval, saving the 
operator from having to re-enter the information after 
exiting the program. The variables for test configuration 
are grouped according to expected frequency of access 
and modification and are stored in configuration files 
separated according to function. 

Data analysis and presentation depend on the needs of 
the end user. For instrument diagnosis and testing, 
which is important during checkout prior to testing, the 
data analysis and presentation consists of printing out 
the raw instrument readings for visual inspection. For 

# 


analyzing flow data after a run, the data analysis 
involves converting the instrument readings to physical 
quantities, such as velocity and time between samples 
for the LV, and presenting summary statistics for on-line 
test monitoring and control, as shown in Fig. 3. 

Because of the nature of the testing environment, it is 
important that the software be robust. In the present con- 
text, robustness means that, at a minimum, the software 
responds to errors induced by the instrument or operator 
by issuing an error message to the monitor and returning 
to a known condition. Using error handling routines that 
are part of the operating system, the software attempts to 
identify the error source, type, and correction. When- 
ever possible, error recovery is attempted. 

Prior to software development, the software and hard- 
ware requirements definition led to the use of the exist- 
ing computers using the VMS operating system. VMS 
supports the real-time environment of advanced flow 
research through sophisticated system services for con- 
trol of data transfers and error detection and recovery. 
Following the procedures implemented at the test site, 
low-speed data transfers required for instrumentation 
setup employ the RS-232 serial interface standard. The 
high-speed data transfers from the LV interface take 
place across a high-speed parallel interface, which uses 
direct memory access (DMA) to transfer the raw data to 
the on-line processor. 

The modular design of the LV data acquisition software 
allows the components to operate separately for inde- 
pendent configuration and testing or concurrently during 
a run. This design also facilitates integration with other 
software packages and instrumentation systems as the 
need arises. 

Software testing consists of three parts - initial, simula- 
tion, and operational. Initial testing consists primarily of 
finding and correcting errors in the coding or linking of 
the software. The next level of testing is simulation, 
where the data transfers involve a local device, such as a 
terminal, that simulates the operation of the instrument 
under test. The commands sent to and the response from 
the device can be tested using this procedure. The per- 
formance of the software under both standard and 
anomalous conditions can be ascertained. Finally, opera- 
tional testing is performed using the actual instruments 
under standard operating conditions. 

The errors handled by this program are of two types - 
operator and instrument. Operator errors handled consist 
of erroneous commands and data entries. Erroneous 
commands result in the issuance of the appropriate 
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Figure 3. On line summary statistics 


prompt with no action being taken. Erroneous data en- 
tries cause the current values of the variables to be re- 
tained. 

Instrument errors result in message consisting of three 
parts. The first is the error source. The second part de- 
scribed the error condition. The third part gives a proce- 
dure for recovering from the error. An example of an 
error message is given in Fig. 4 resulting from entering 
an invalid name for the LV multichannel interface. This 
particular message results in the interface status being 
set to OFF to prevent possible problems in subsequent 
calls to the device. 

During instrument operation, the most common error 
arises from the time-out condition. This condition oc- 
curs when the time for the instrument to respond to a 
command exceeds a maximum value set in the software 
for the particular device. Because this error can arise 
from a variety of sources, all software for controlling an 
instrument is designed to handle this condition and re- 
turn the operating status to a known state. 

In order to conduct final, operational testing at the on- 
site test facilities, {he software must be transported from 
the development site to the target computer. An inter- 
face to the onsite computing network was established 
using TELNET. Not only does this arrangement allow 
transfer of the software between the development and 
application facilities, but it also provides a means for 


operating the software from a remote site. This capabil- 
ity was applied to transfer, compile, and test the LV soft- 
ware on the processor at the test facility. The final 
operational testing of the software occurred upon com- 
pletion of the final installation and checkout of the LV 
hardware. More recently, graphics routines have been 
written using the graphics libraries at the test facility to 
generate text files consisting of graphics commands. 
These files can then be transferred using standard FTP 
file transfer protocol to a remote site for display on a 
laser printer. 


Results 

A formal software development cycle consists of four 
parts - requirements definition, design, coding, and test- 
ing. During the requirements definition phase of the LV 
software development, the final hardware and software 
systems were selected and procured. The hardware at 
the test site consists of the LV interface to the computer, 
an internal LV bus to the counter processors, and a rotat- 
ing machinery resolver interfaced to the on-line com- 
puter. Since the computer at the software development 
facility maintains compatibility with the processor at the 
test site, software written at the development site trans- 
ports to the target computer without conversion to 
another operating system or compiler. This greatly facil- 
itates software development. After reviewing the manu- 
als for the LV and rotating machinery resolver, the 
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LV INTERFACE 


INTERFACE NAME : WTA1 : 

: WTA2 : 

ERROR IN LV INTERFACE 
*** NO SUCH DEVICE EXISTS *** 

— SEE IF DEVICE INTERFACE EXISTS AND REENTER 
INTERFACE STATUS: OFF 


VALID ENTRIES 


VALID INTERFACE NAME IS A 
SERIAL PORT ASSIGNED 
TO THE LV SYSTEM 

VALID STATUS IS ON OR OFF 


Figure 4* Example of an error message 


commands and techniques for controlling the instru- 
ments were established and the software requirements 
defined using structured specification 2 

Upon program execution the menu shown in Fig. 5 
appears on the screen. The commands currently sup- 
ported are SE (SEtup), RU (RUn), ST (Simulate a Test) 
and EN (ENd). AN (ANalyze) and RR (Run and 
Reduce) are included for future upgrades upon final 
requirements definition, and are presently expected to be 
modifications of existing software packages developed 
in Refs. 3 through 7. SE allows modification of the test 
and instrument parameters; whereas RU sets the posi- 
tion and acquires, analyzes, and displays the LV velocity 
data ST simulates a test using the LV system and allows 
analysis of the instrument resolution and software 
checkout. 

Following the coding of the routines for identifying and 
controlling the test, the software for configuring the LV 
interface was coded and verified using a terminal to sim- 
ulate the response of the interface to operator com- 
mands. In addition to fringe crossing times for 
determining velocity, the LV interface provides the time 
between samples required for the removal of velocity 
bias 7 and time series analysis 6 pf the unsteady velocity 
data The coincidence between channels can be set to 


support the measurement of cross correlations of the 
velocity data between channels. The software for per- 
forming statistical and time series analysis of the veloc- 
ity data is based on the algorithms in Refs. 3 through 7. 

The rotating machinery resolver allows the velocity 
sampling by the LV to be synchronized with the rotation 
of a turbine shaft or with a timing pulse. This synchroni- 
zation allows conditional sampling of the velocity, 
which has a variety of applications in studies of aeropro- 
pulsion and aeroacoustics. 5 Conditional sampling is a 
basic technique for synchronizing the sampling process 
with periodic disturbances. The resolver provides the 
capability for setting up the sampling procedure. The 
conditional sampling techniques are given in Ref. 5 and 
software modules developed are shown in Fig. 1 under 
the resolver. To increase robustness, the software checks 
for errors in the operator entries to minimize disruption 
from erroneous inputs. 

The setup function provides for configuration of the LV, 
test description, and traverse sequence. The traverse 
option is included to step through a positioning 
sequence using a linear positioning system in order to 
obtain spatial distributions of velocity and vorticity 
information. Throughout the setup procedure, entering a 
carriage return or blanks retains the displayed values. 
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LV INTERFACE 


READY: | 


VALID ENTRIES 


AN - ANALYZE ACQUIRED DATA 
EN - END AND RETURN TO VMS 
RU - RUN 

RR - RUN AND REDUCE DATA 
SE - SETUP RUN VARIABLES 
ST - SIMULATE A TEST RUN 


Figure 5. Main menu 


Invalid entries result in again displaying the current val- 
ues for reentry. 

Setting up the LV involves the menu shown in Fig. 6. 
Here, the commands necessary to convert the raw LV 
data into appropriate velocity units, to define the LV 
interface configuration, and to control the velocity sta- 
tistics can be entered. 

To set the conversion constants, the cursor is positioned 
under the desired channel or channels and a valid identi- 
fication for the velocity component is entered. For the 
three-dimensional LV configuration, entering a nonzero 
angle flags the data reduction routine that three-dimen- 
sional data are available and additional processing must 
be applied to resolve the third velocity component. 
Invalid entries result in the current settings being dis- 
played again for reentry. After channel identification, 
the operator can enter the beam spacing directly, or 
allow the software to compute the fringe spacing from 
values of beam spacing, focal length, and wavelength. 
The velocity can be expressed in either English or SI 
units. The final entries required for converting raw LV 
time words into velocity data are the velocity offsets for 
each channel produced by the Bragg shift. 


Defining the LV system configuration consists of setting 
the clock frequency, configuring the computer interface, 
defining the number of channels, and setting up the 
operation of the LV, as shown in Fig. 1. The clock fre- 
quency of current systems is one gigahertz and deter- 
mines the resolution of the fringe crossing time. The 
computer interface command provides a means of defin- 
ing the LV computer interface and status. A valid inter- 
face name is assigned by the operating system to the 
high-speed interface between the computer and the LV. 
If an error condition occurs during setup, the interface 
status is turned off and the operator notified. 

Prior to testing, the multichannel LV bus must be con- 
figured for the number of channels of counter processor 
data. Entering a valid channel number between one and 
three sets the number of channels and the software then 
forms and sends the command to the LV controller. If an 
error occurs in the transmission, then message is sent to 
the screen to notify the operator. 

Setting the operating mode of the LV provides the 
means for tailoring the multichannel interface configura- 
tion for a particular run and consists of controlling the 
coincidence, input channels, sampling mode, and sam- 
pling times. In many applications,, such as shear stress 
computation, all LV channels must contain valid data in 
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LV SETUP 


LV: 1 


LV COMMANDS 


CC-SET CONVERSION 
CONSTANTS 

DD- DEFINE LV SYSTEM 

SS- SET STATISTICAL 
VARIABLES 

EX- EXIT LV SETUP 


Figure 6. LV setup menu 


order to be accepted. This coincidence must occur 
within a specified time interval controlled by the opera- 
tor or it may be disabled by the operator. In addition to 
fringe crossing times and the time between samples, the 
LV controller allows from zero to 16 additional inputs 
from various devices. Normally, the LV acquires data 
whenever a particle enters the measurement volume, 
which tends to occur at nonuniform time intervals. The 
LV can be configured to sample at uniformly spaced 
time intervals between one microsecond and one sec- 
ond. Of course, the time between particle arrivals should 
be much greater than the sampling interval. The sending 
of time between samples can be enabled or inhibited. If 
the time between samples are inhibited, the time 
between data and even time sampling statuses are 
flagged as off. 

For synchronizing flows with external time marks, a 
timing mark is provided using a rotating machinery re- 
solver. After setting the computer interface to the de- 
vice, the resolver can be set to acquire velocity data at 
specified angular intervals. Not only can the sampling 
intervals be controlled, but the resolver allows the error 
tolerances in angular resolution to be set to one of four 
tolerances. Additional commands set the number of de- 
grees per cycle to 360 or 720 degrees per cycle. 


To control the LV velocity statistics, the operator can set 
the number of samples, confidence limit for histogram 
clipping, histogram spacing, and the option to turn his- 
togram online displays on or off. To enter the parame- 
ters describing the test, the operator can set the test 
number, tunnel, run number, code number, run title, and 
reference distances, velocities, and angles. 

While in the executive menu, entering the command to 
run initiates the run sequence. The screen display during 
a run is shown in Fig. 7. The information consists of test 
information (run and code), position (axis, coordinate), 
and velocity statistics (channel number, samples, means, 
and standard deviations). A menu overlays the display 
as shown in Fig. 7 to set the position. Valid entries con- 
sist of an axis and the desired coordinate value for that 
axis. The values are then updated. Entering a carriage 
return instead of an axis removes this display and ini- 
tiates the run. Entering S for the axis terminates the run 
sequence, clears the screen, and returns control to the 
executive menu. 

Entering the command ST (Simulate a Test) at the exec- 
utive menu display results in a run sequence using simu- 
lated data instead of actual velocity data from the LV 
system. The velocity data are generated at an average 
sampling rate of 1000 samples per second with the time 
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Figure 7. On-line display 


between samples distributed according to a Poisson dis- 
tribution. Currently, this capability supports software 
development Future enhancements can include genera- 
tion of simulated data allowing the operator to control 
the ampli tude and frequency of the velocity fluctuations 
for checkout of advanced data reduction algorithms and 
instrument resolution. 

Data analysis routines have been written based on the 
algorithms in Refs. 3 to 6. In general, the LV presents 
two difficulties in statistical and time series analysis of 
the measured velocities. The first is the dependence of 
the sampling on particle velocity, which leads to a bias 
in the computed statistics. The method developed in 
Ref. 7 is used to correct for the bias, if desired, since this 
technique allows the degree of coupling between the ve- 
locity and sampling statistics to be determined. The sec- 
ond difficulty arises from the random sampling resulting 
from the Poisson distribution of the time between parti- 
cle arrivals in the sampling volume. This nonuniform 
distribution of sampling intervals produces different 
samples along a waveform, even if the waveform is pe- 
riodic. This nonuniform sampling increases the variance 


of estimates of the correlation and power spectra of the 
signal, even for advanced processing techniques. 

As shown in Refs. 3-6, the data can be presented in a va- 
riety of forms in both two- and three-dimensional graph- 
ics. The present uses off-the-shelf graphics packages 
such as NASA-DIG and DISSPLA to generate the 
graphics, although newer libraries such as PV-WAVE 
are specifically designed for data analysis and presenta- 
tion applications. Since the graphics are generally high- 
ly dependent on the particular requirements of the 
operator, the graphics routines are kept as independent 
as possible from the rest of the software to allow for rap- 
id, flexible modification of the routines. To achieve as 
much independence as possible, all plotting programs 
rely on data files rather than on-line RAM to generate fi- 
nal, report-quality plots. 


Summary and Co nclusions 

Using proven structured programming methods, the 
software for configuring an LV counter processor sys- 
tem has been developed. With the increasing sophistica- 
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tion of today’s instrumentation, a structured software 
development approach is highly desirable. The LV sys- 
tem in c lu des up to three counter processors and a rotary 
encoder. The software for configuring and testing the LV 
system has been developed and tested and included in 
an overall software package for data acquisition, analy- 
sis, and reductioa Error handling routines have also 
been incorporated that respond to both operator and 
instrument errors which often arise in the course of mea- 
suring complex, high-speed flows. The use of network- 
ing capabilities greatly facilitates the software 
development process by allowing software development 
and testing from a remote site. In addition, high-speed 
transfers allow graphics files or commands to provide 
viewing of the data from a remote site. Further advances 
in data analysis require corresponding advances in pro- 
cedures for statistical and time series analysis of nonuni- 
formly sampled data. 
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